VOLATILE ORGANICS BY GC/MS (EPA 8260)

{continued)

Sample Description: Water, OCA TB 550/551
Laboratory Sample Number: 99010242
Laboratory Reference #: KJC 10695

ANALYTE CAS DETECTION Limit SAMPLE RESULTS
NUMBER (ug/l) (ug/l)
1,3-Dichloropropane 142-28-9 0.5 N.D.
Isopropylbenzene 98-82-8 0.5 N.D.
1,1,2,2-Tetrachloroethane 79-34-5 0.5 N.D.
1,2,3-Trichloropropane 96-18-4 0.5 N.D.
Bromobenzene 108-86-1 0.5 N.D.
n-Propylbenzene 103-65-1 0.5 N.D.
2-Chlorotoluene 95-49-8 0.5 N.D.
1,3,5-Trimethylbenzene 108-67-8 0.5 N.D.
4-Chlorotoluene 106-43-4 0.5 N.D.
tert-Butylbenzene 98-06-6 0.5 N.D.
1,2,4-Trimethylbenzene 95-63-6 0.5 N.D.
sec-Butylbenzene 135-98-8 0.5 N.D.
4-|sopropyltoluene 99-87-6 0.5 N.D.
1,3-Dichlorobenzene 541-73-1 0.5 N.D.
1,4-Dichlorobenzene 106-46-7 0.5 N.D.
n-Butylbenzene 104-51-8 0.5 N.D.
1,2-Dichlorobenzene 95-50-1 0.5 N.D.
1-2-Dibromo-3-CPA 96-12-8 0.5 N.D.
1,2,4-Trichlorobenzene 120-82-1 0.5 N.D.
Hexachlorobutadiene 87-68-3 0.5 N.D.
Naphthalene 91-20-3 0.5 N.D.
1,2,3-Trichlorobenzene 87-61-6 0.5 N.D.
Analytes reported as N.D. were not present above the stated limit of detection.
Surrogate Recoveries %
Dibromofluoromethane 103
Toluene-d8 101
4-Bromofluorobenzene 101
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